Interim Guidance for Reprocessing of CAPR Disposable Lens Cuffs (DLC) and Face Shields

March 30, 2020
This guidance replaces all previous guidance

<table>
<thead>
<tr>
<th>PPE</th>
<th>Reprocessing Instructions</th>
</tr>
</thead>
</table>
| CAPR disposable lens cuff | 1. Obtain a clean horizontal surface for disinfecting reusables (Process begins with removal of PPE from face in anteroom or hallway)  
2. Hand hygiene  
3. While wearing gloves, carefully wipe the *inside*, followed by the *outside* of the lens using an approved cleaner/disinfectant  
4. Check chin cuff integrity and inspect for damage; if damaged dispose  
5. Fully air dry  
6. Clean/disinfect the horizontal surface with approved cleaner/disinfectant  
7. Remove gloves and perform hand hygiene  
8. Place in envelope* labeled with healthcare worker’s name  
9. Hand Hygiene |
| Face shields and goggles | 1. Obtain a clean horizontal surface for disinfecting reusables (Process begins with removal of PPE from face in anteroom or hallway)  
2. Hand hygiene  
3. Don gloves  
4. Carefully wipe the *inside*, followed by the *outside* of the face shield or goggles using an approved cleaner/disinfectant  
5. Inspect for damage; if damaged dispose  
6. Fully air dry  
7. Clean/disinfect the horizontal surface with approved cleaner/disinfectant  
8. Remove gloves and perform hand hygiene  
9. Place in clean location labeled with health care worker’s name. Smaller face shields/goggles may be stored in an envelope* |

Note: Re-used lens cuffs are to be re-used by a single wearer

*Envelope: PS#156140
Definitions:  
DLC: Disposable lens cuff  
CAPR: Controlled Air Purifying Respirator